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0.0

General Safety Instructions

The LabCycler may only used for the intended puepas detailed in thstruction
manual, after familiarisation with it.

Wear safety gloves against heaif you work with the LabCycler. Especially the
passive lids can store heat.

Use the LabCycler only in closed rooms with norragl humidity. Let no liquids
inside the device

No objects should be left inside the device becdhsse can get into contact with
electrically loaded parts or block movable sections

Do never touch hot parts of the LabCycler, esplciak heating surface at the lid or
the blocks.

Do not touch mobile parts like the active lid oe thentilation.

The LabCycler has parts which are untiggh voltage Attention! The instrument
contains high- voltage capacitors which can sglicharged to dangerous voltage even
a long time after unpluggin@nly trained expert persons may open the device.

Pull the net plug before cleaning The device must cool dow80 minutesbefore it
can be purified.

Defect devices must be sent to the manufacturea service company which is
licensed by SensoQuest.

Chemical, radioactive or biologic contaminated dewies may not be sent to the
manufacturer.



1.1 Introduction

Thank you very much for purchasing the LabCycleleaBe, follow the security tips and the
regulations of the instruction manual. Each Lab€yds supplied with a mains cable and an
instruction manual.

The LabCycler was developed to operate biochentieaimal processes in tubes of the size 0.5 ml,
0.2 ml, 96 microtiterplates as well as 384 micespitates. The LabCycler has a TFT-touch scréam.
connecting the device you find at the top left eornf the touch screen a help function [?] which
shows the following steps. In the baseboard belovthe right you find another help function which
can be accessed by tapping. The contents of tlpsfinection are comparable with the contents of the
instruction manual.

1.2 Operating - Elements of the LabCycler

Operating-elements of the front and upper side er@g-elements of the back
1 Numeric keyboard 6 Main switch
2 TFT-display with touch screen 7 Primarges
3 Lid-unbolting-key 8 Power plug
4 Block-unbolting-handle 9 Aux - Interface
5 Plug for external sensor 10 PC - Interface
1.3 Setup

If the cycler is moved from a cold place to a warmmm, it must not be used for 3 hours to
enable any condensing humidity to evaporate.

The LabCycler should be placed upon a hard fldasare.g. a table.

10 cm space behind the device is necessary.

Paper, foils, or comparable materials must nobbated under the LabCycler.

There must be enough space at the top of the devimgen the lid.



1.4 Power Supply

Connect the LabCycler to a power outlet. The liokage must be 85 V up to 265 V with a frequency
of 50 Hz to 60 Hz. It is not necessary to make @mnge-over.

1.5 |Initial Start up

1. Put the net cable in the net socket [see operatagents LabCycler (8)] which is on the back
of the device and the plug in the outlet.

2. Operate the mains switch (6) which is on the baok @f the device (position 0 = out; position
| = on).

3. The LabCycler carries out a self-test which catrheked by starting a blue bar.
4. There appears the start window: Block Monitor

5. The LabCycler has a touch screen. The menu stipget as the input fields are servable
with the fingers or a touch-pen.

6. The servable virtual keys are at the bottom ofwhelow: Files, Run, Options, Help

The upper area of the window shows the informatiemperature, lid-temperature,
block, date, and status. ? is a help functionisiato servable.

7. Now the device is ready for the input of data.

TFT screen after initial start up
of the LabCycler

Start window: Thermoblock 48, 96, 384 Tgle Block (3x21 wells)

Servable menu bar (touch-field)

[2 | Block Monitor Date 2 | Block Monitor Date
Ready Lid-temperature Overview ‘ Block 1 ‘Block 2 ‘ Block 3 ‘ Lid Temp
Temperature Block Block 3x21

Info Graphic
Ready Ready Ready
Temp Temp Temp
Files Run Options Hel N ]
P P Files Run Otions Help

Servabdanu bar (touch-field)



1.6 Lanquage Set up & Name of LabCycler

The LabCycler operates a binary voice system: BEhgir German.

1. Touch lightly in the menu strip of Options. 2] Block Monitor Date
Ready Lid-temperature
2. There appears another menu strip. Temperature Block
3. Tap on Settings.
Settings
Diagnosis
Files Run Options Help
4. There appears a new window: Settings. ] semngs
5. Tap on the circle in front of one flag. Choose a General | Time |
language. Tap in the white field. There appears the [ |
alphabet. The length of the name can be Device
11 |etterS. Language @ [ English
O P German Save
6. Tap on Save.
P
7. Tap on Close. Files Run Options Help
1.7 Time and Date Set up
The new LabCycler has the up to date time and date. 2] Block Monitor Date
Ready Lid-temperature
1. Touch lightly in the menu strip of Options. Temperature Block
2. There appears another menu strip.
3. Tap on Settings. SELhEE
Diagnosis
Files Run Options Help
4. There appears a new window: Settings. 7] settings
Tap on Time. General |Time|
Tap on the date or time field. = |
P
7. The new input is confirmed by typing Enter. Time [0 o<
8. Tap on Save.
Files Run Options Help

9. Tap on Close.



1.8 Online- Help

Two different help functions are available:

The icon [?] at the left upper corner indicgiessible next actions.

The button Help in the lower menu bar opeessbmenu with following themes:

What's this: Indicates forthcoming operation possibilities.
Contents: Provides an overview concerning the help librargdivisions: About this
help library, control elements, block monitor, meiilas, menu run, menu options,

About: Supplies LabCycler information.

The main window ‘Block Monitor‘contains all importeiinformation about the block. It is
always open and stays in the background. All da¢awpdated continuously even if the
window is overlaid by other windows. When the blégkunning the step listing of the active
program or the temperature graph will be shown.

1.
2.
and menu help.
1.9 Window- Structure
1.
2.

Depending on the operation, other windows are opleich overlay the main window, e.g.
writing a new program. The different windows arglained in the following chapters of the
instruction manual.

You can move the windows:

Moving: Tap on the blue menu bar and move your fingemgutouching the screen.
The window will follow your finger until you releaghe window.

Scaling down:Tap on the [-] icon. The window is reduced onglze of the title strip.
Tap once more on the icon and the window will appea

Closing: Tap on the [X] icon and you will close the windofihe windows have also
a key Close with the same function.

3. Error window: If you put in values which are out of the limtgterror window will appear. It

informs you concerning the valid range of data.

4. Scroll bar: You can move the window contents with the sdoalls. There are the following

possibilities:

Tap on the bar and move without releasing.

It is much faster to tap on the scroll bar. Theibashifted, and the window content is
accordingly displayed.

The contents are shifted around exactly on postider typing an arrow key of the
scroll bar.



2.1 Directory New

1. Tap on the menu strip Files. =] Biock Monior I~

2. There appears another menu strip with the functiops
New, Edit, Copy and Delete

3. Tap on New.

New

\

Directory

Edit Program

4. There appears another menu strip with the functiofsry
Directory, Program Delete

Files Run Options Help

5. Tap on Directory.

6. There appears a new window: Edit directory name

7. Admit the characters of the folder using the alghaditers of the touch screen.

8. Ten characters are maximal possible:

The first letter is automatically capitalised.

Capitalisation and use of small letters are colatdoby the option fields ABC and abc.
Natural numbers can be put in using the numeriegb&ard or the option field special.
The option field special contains special characli&e dot, comma, plus, minus, and
SO on.

8. Confirm the new name with Enter. It appears a néwdow: Edit directory

9. Please, determine with the icon Group, Personplutef the directory ranking.
You can enter a comment of 30 letters.

10. Tap OngSEe. Z‘ Select target directory El
11. There appears a new window: Select target directgr Cé;'e’ LY
- Group
|
12. Tap on the selected directory (folder, person, ~© Person1
group). It will be underlined in blue. El @ person> —

E_FT_] Folder 1 __Save

13. Tap on Save. B-ror progam
Files Run Options Help

14. Tap on Close.



2.2 File Edit
1. Tap on the menu strip Files. 2 ] Block Monitor Date
2. There appears another menu strip with the functiops
New, Edit, Copy and Delete
3. Tap on Edit. New >
Edit
4. There appears a new window: Edit oo
5. Tap on the file you are interested in. This file Fles Run Options _ Hele
is marked blue.
On the left of group, person, or folder there Wil a[+] or [-] sign.
Typing on[+] opens the file, type 0[] closes the file.
6. Tap on Edit and you can change the information
P y g 7] ear =i
7. Tap on Save. Eﬂ fé LY
"""" Group
|
8. Tap on Close. —@ Person1
B —@ Person2 —
B_II: Folder 1
M®-rcr Program ||
Files Run Options Help
2.3 File Copy

Two devices can be connected with a cable. Alsfilgll be appear in green letters. Only the files i

green letters can be copied to the device of arigin

1.
2.

Tap on the menu strip Files.

There appears another menu strip with the
functions: New, Edit, Copy and Delete

Tap on Copy.

There appears a new window:
Copy: Select source files

Type on the file you are interested in. This file
is marked in blue.

Zl Block Monitor

Date

New >
Edit

Copy

Delete

On the left of group, person, or folder there Wil a[+] or [-] sign.
Type on[+] opens the file, type 0[] closes the file.

Tap on Copy and you can copy the file.
Tap on the folder where the file is to be inserted.
This folder, group or person is marked blue.

Type on Paste and the folder is copied.

Files Run Options Help
Z‘ Copy: Select source files El
3 cpr =
E— @ Group
|
—Q© Person 1
El —@ Person 2 -
BFCJ Fouers
[B-Pcr Program ||
Files Run Options Help




2.4 File Delete

Z‘ Block Monitor

Date

1. Tap on the menu strip Files.

2. There appears another menu strip with the

functions: New, Edit, Copy and Delete

3. Tap on Delete.

4. There appears a new window: Delete

5. Tap on the file you are interested in. This fildl e marked blue.

On the left of group, person, or folder, there Wil a[+] or [-] sign.

Tap on[+] opens the file, tap of-] closes the

6. Tap on Delete. If the file is empty it will be dedd

immediately.

7. A warning window pops up when the file
is not empty. Tap on delete in the warning window

8. Now the file is deleted definitely.

New >

Edit

Copy

Delete

Files Run Options Help

file.

2] Delete =
by &
E— @ Group

|
—© Person 1
B —® Person2 —
EFCD Foers
B-por prowem |
Files Run Options Help
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3.1 Program New

1. Tap on the menu strip Files. 2 | Block Monitor Date

2. There appears another menu strip with the functiong
New, Edit, Copy and Delete

3. Tap on New. New » | Directory
Edit Program
. . . Copy
4. There appears another menu strip with the function§ peee
Directory, Program ) 4
Files Run Options Help

5. Tap on Program.

6. There appears a new window: Edit program name

7. Tap on the alphabetic letters on the touch scréea.length of name consists of maximal 10
characters.

The first letter is automatically capitalised.
Capitalisation and use of small letters can beletgd by the option fields ABC and
abc.
The numbers 0-9 can be put in using the numerieghdard [see operating-elements
of the LabCycler (1)] or the option field special.
The option field special contains furthermore sglecharacters: Dot, comma, plus,
minus, and so on.

Zl Edit program El
8. Tap on Enter to confirm the name of the program. Header | Steps Info|Advanced |
Tapping on Cancel will terminate the process. |name =
i i Heated Lid E Pressure [N]
9. There appears a new window: Edit program Preheating 7]
Comment Save
Parameters of the lid can now be put in [Pm-Comment | | [ cose |
Under Header and Advanced: Files Run Options Help
Heated Lid:  on/off 2] Edit program =
Prehea‘tlng: On/Oﬁ Header | Steps| Info | Advanced |_
Comment: max. 39 charactoers P
Temperature: —5.0°Cto 98 °C _
Heated Lid ‘C
Pressure: 30 to 120 Newton _
Block temperature preheating T
Fast block Control*:  on/off Save
Block temperature preheating: — 5.0 °C to 99 °C Close
Files Run Options Help

Reaction tubes and recommended pressures

Thin wall single tubes: 30-60 Newton
Thick wall single tubes: 30-90 Newton
96-well plates: 90-120 Newton
384-well plates: 100-120 Newton + Sealing Pad

* Aktivated Fast block Control has a maximum of acegien coming to the heating and cooling rate, Wwhace
adjusted. Deaktivated Fast block Control decreaseticeleration. This could be an advantage for P@Bepses
with low heating rates, e.g. multiplex PCR.
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The pressure can be increased if more reactiors tafgein use. A uniform allocation supports
the dispersion of the pressure. Empty reaction sulpe the corners of the block are
recommended but are not essential.

10. Tap on Steps to put in the program steps. 2] et program EIX

Header | Steps |Inf0 | Advanced |
11. There appears a new window. Tap on the input field| T fme =4 #  on -

[T] hmm:ss Passes +- [C]

to activate it: - 1“
2
Temp [°C] = Temperature -5.0 °Ct0 99 °C |3 | o
fe] [+ | Close |
Time = Period of the Step; the input occurs ifries Run Options ~ Help

seconds. Data > 6fecondsare automatically
calculated in minutes. One dot behind the
number is used for minutes, 2 dots are used forshou

Zero [0] is used for endless]. Use the dot function at the display.

== Return step is the step to which the progranrmstafter execution of actual step.
The entered number must not be larger than the auoflihe actual step.

# Passes = Valid range min. 1, max. 99. 1 meansitheeturn will be executed. The
value can only be changed, if a return step isredt® the neighbouring field.

The both scroll bars can be moved by tapping omthe
If the lower scroll bar moves to the right of thendow, it shows the functions

gradient (Grad), ramp rates (Ramp), temperature@ements (dT), and
time(de)increments (dt).

13. If there is no need for using Grad, Ramp, dtdap on Save.
14. There appears a new window: Select targettdingc

15. Type on the file you are interested in. This fiamarked blue.

On the left side next to group, person, or folddraae is {+] or [] sign.
Type on[+] opens the file, type of-] closes the file.

16. Tap on Save.
17. There appears a hew window: Edit program. Tap @Sl

18. There appears the window Block Monitor, and you mahin new data or start a program.

12



3.1.1 Temperature Gradients

Only the LabCycler Gradient has a gradient functiat the LabCycler Basic.

Possible are differences between the left andigie column up to 40 °C (x 20 °C around the middle
value).

If the gradient function is in use the maximal temgiure is shown in green, the middle in yellowd an
the minimal in red.

The Thermoblocks 48, 96, and 384 are gradient dep@be Triple Block is not gradient capable.

The minimal value is in the extreme left columre thaximal value in the extreme right.

Gradients are often used to find the optimal aringaémperature.

The windowEdit program must be open.

This window is open when you are working on 2] edit program EIX
a new or 0|d prOgram, Header| Steps| Inf0| Advanced |
'Eeg]p h;l;:wmrr1e:ss Ej F'a:SES S—r?‘l{jj] -
1. Tap on column Grad +/-[°C] (grey column) in 1
which the gradient shall be put in. 2
3 Save
, . ¥l
2. There appears a new window: Gradient Step el o | [ cose |
Files Run Options Help

3. Putin the value of the gradient in the field & th
left upper corner and tap on Enter.

4. The LabCycler calculates automatically the tempeest and shows which temperature is in
which column. The extreme left column has the malimalue and the extreme right the
maximal value.

Tap on Close.
Edit program appears.

Tap on Save.

© N o O

Tap on Close.

9. Block Monitor appears, and you can put in new datstart a program.

13



3.1.2 Heating and Cooling Temperature: Ramp

LabCycler Basic and LabCycler Gradient have thesibdity to regulate the heating and cooling
rate: Ramping.

Maximal heating rate of Thermoblock 48, 96, and &84.2 °C/s, maximal cooling rate is 3.6 °C/s.
The Triple Block has 2.5 °C/s heating and 2.2 ®fding rate.

It is possible to put in a maximal value of 5.0 d€grees. If the value of the heating rate is
between 4.2 °C and 5.0 °C degrees the device @senath maximal heating rate. If the value of
the cooling rate is between 3.6 °C and 5.0 °C degthe device operates with maximal cooling
rate.

Minimal heating and cooling rates are 0.001 °C degr

If no value is added, the device operates with makheating and cooling rate.

The windowEdit program must be open.

This window is open when you are working on [2] dt program EIX]
a new or old program. Header | Steps | Info [ Advanced
. # Grad Ramp dT dt -«
1. Move the lower scroll bar to the right. Passes +-[T] [Cis] [C1 _Is)
1
2. Tap on column Ramp [°C/s] (grey column) in 2
which the heating or cooling temperature 8 Sae
shall be put in. [« = | | _Cose |
Files Run Options Help

3. Values from 0.001 to 5.0 are possible.
If the value is out of the range an error

window will pop up. Tap on OK. Error X
4. Putin the new value and type Enter. Vel rage i: 0.0015.000
5. Tap on save or put in other program data.

10. Tap on Save.
11. Tap on Close.

12. There appears the window Block Monitor, and you mahin new data or start a program.

14



3.1.3 Temperature In(de)crements [dT]

LabCycler Basic and LabCycler Gradient have thasetfons.

Temperature in(de)crements are in the range 039- € to + 9.99 °C degrees.

Negative data operate a decrement, positive aenment.

Increments over the temperatures of 99 °C degreesudomatically stopped at this point.
Usually temperature decrements are used to redhecarspecific binding of primers during the
first cycles of annealing steps.

The windowEdit program must be open.

This window is open if you put in a new program [2 ] Editprogram =X
or if you work with an old program. Header | Steps |Info Advanced|
4 Grad Ramp dT  dt -«
Passes +-[C] [TIs] [Tl [s]
1. Move the lower scroll bar to the right. 1
2
2. Tap on column dT [°C] (grey column) in 3 Save
which the time shall be put in. K B | [ cose |
Files Run Options Help

3. Values from —9.99 °C to + 9.99 °C degrees
are possible.
If the value is out of the range an error

window will pop up. Tap on OK. Error X
4. Putin the new value and type Enter. b
5. Tap on Save.

6. Tap on Close.

7. There appears the window Block Monitor appears, yamd can put in new data or start a
program.

15



3.1.4 Time In(de)crements [df]

LabCycler Basic and LabCycler Gradient posses®thaxtions.

Time in(de)crements are in the range of — 99.980°€ 99.99 seconds.

Negative data operate a decrement, positive aenmant.

Time increments are often used to compensate d@egeactivity of polymerase during PCR
process.

The windowEdit program must be open. =] et program =
This window is open if you put in a new program [
or if you work with an old program. M Steps | Info Advance“|
# Grad Ramp dT dt «
1. Move the lower scroll bar to the right. - ahaC s R
2. Tap on column dt [s] (grey column) in 2 p—
which the time shall be put in.
3 B | [ cose |
3. Values from —99.99 °C to + 99.99 seconds Files Run Options Help
are possible.
If the value is out of the range an error
window will pop up. Tap on OK.
Pop Up P Error |
4. Putin the new value and type Enter. Value ot of range!
Valid range is: -99.99 - 99.99
5. Tap on Save.
6. Tap on Close.

7. Block Monitor appears and you can put in new datstart a program.

16



3.2 Program Edit
1. Tap on the menu strip Files. 2 ] Block Monitor Date
2. There appears another menu strip with the functiops
New, Edit, Copy and Delete
3. Tap on Edit. New >
Edit
4. There appears a new window: Edit program oo
5. Tap on the program you are interested in. This L2 Run Options _ Hele
program is marked blue.
On the left next to group, person, or folder thsra[+] or [-] sign.
Type on[+] opens the file, type 0[] closes the file.
6. Tap on Edit and you can put in the information. %] ear Elx]
For furthermore information possibilities = S
see Program New. S @ cow B
|
7. Tapon Save. :e :ers"”z i
D Folder 1
8. Tap on Close. -
PCR Program |I
Files Run Options Help

17




3.3 __Program Copy

Two devices can be connected with a cable. Alkfilgll appear in green letters. Only the files in
green letters can be copied to the device of arigin

1. Tap on the menu strip Files. 2] Block Monitor Date
2. There appears another menu strip with the functiops
New, Edit, Copy and Delete
3. Tap on Copy. New >
Edit
4. There appears a new window: oo
Copy: Select source files
Files Run Options Help
5. Tap on the program you are interested in. This
program is marked blue.
On the left next to group, person, or folder thsra[+] or [-] sign.
Type on[+] opens the file, type o[-] closes the file.
6. Tap on Copy.
Copy: Select source files El
7. Tap on the folder, the person or the group in whicl/= . 3
the copied program should be placed. E— @ oroup
. . —Q© Person1
8. This folder, person, or group is marked blue. —® percons ]
|Ij Folder 1
9. Tap on Paste. 1 E—— |1
Files Run Options Help
3.4 Program Delete
Zl Block Monitor Date
1. Tap on the menu strip Files.
2. There appears another menu strip with the functiopgw >
New, Edit, Copy and Delete Edit
Copy
3. Tap on Delete. Delete
Files Run Options Help
4. There appears a new window: Delete
5. Tapon the program you are interested in. This =] oetee EIx]
program is marked blue. = =
. On the left , next to group, é',,,w,?.;'e;mup u
person, or folder there ig[+] or [-] sign. i
. —® Person1
Type on[+] opens the file, o ||
type o] closes the file. B et
E_ rogram || | ose
6. Tap on Delete. i
Files Run Options Help
7. Tap on Close.
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3.5 Program Start

Please, pay attention and put the tubes unifornity the block. We advise to put empty tubes in the

corners of each Thermoblock system: Thermobloclo88384, and Triple Block.

If you work with the Triple Block you can start éasub-block at different points of times. You can

open the device while other sub-blocks are runring the active lid should not be longer open tBan

minutes. During the opening the passive lids stbesheat and inhibit the condensing effects in the

cap. It is necessary to wear protective glovesrasgaieat while the lid is open.

1. Tap on menu strip Run.
- While working with the Triple Block it appears
a menu bar concerning the choice of block.
Choose block 1, 2, or 3. The activated block
will be marked in white.

2. There appears another menu strip with the
funktions: Start, Stop now, Pause, Continue,
and Reports.

Triple Block: The protocol function is at
the menu bar blocks.

3. Tap on Start.

4. There appears a new window: Start.

5. Type on the program you are interested in. This
program is marked blue.
- Onthe left, nextto group,
person, or folder there ig[+] or [-] sign.
Type on[+] opens the file, type
on|[-] closes the file.
The button Start now shows a green light.

6. Tap on Start now. The electric lid is moving down.
A warning window appeatrs.

7. The program is starting.

Zl Block Monitor

Date

Ready

Temperature

Start

Stop now
Pause
Continue
Reports

Lid-temperature

Block

Files Run Options Help
z‘ Start El
Y
O omm Ly
B~ @ croup
|
—@® Person1
—{& Person 2 |
[8=ror progan ]| |
L¥|
Files Run Options Help

The upper area of the touch screen shows thefraghiming time.
Tap on Step Listing and you can see which stepsisgctive.

Tap on Graphic and you can see the temperaturieprof

Tap on Info and you are getting general information
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3.6 Program Stop

If you work with the Triple Block you can stop eastib-block at different points of times. You can

open the device while other sub-blocks are running,the lid should not be longer open than 3
minutes. During the opening the passive lids stbesheat and inhibit the condensing effects in the
cap. It is necessary to wear protective glovesratjhieat.

1. Tap on menu strip Run. 2] Block Monitor Date

Ready Lid-temperature

2. There appears another menu strip with the
functions: Start, Stop now, Pause, Continue,

Temperature Block

and Reports. Start
Stop now
3. Tap on Stop now. Pause

Continue
Reports

4. The program stops and the electric lid moves up. [Fs Run Options Help
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3.7 Program Pause (manual)
You can interrupt a process at any time by usiegkty 2] Block Monitor Date
Pause. Ready Lid-temperature
Temperature Block
1. A program is still running.
If you work with the Triple Block you -
must choose the block by tapping Pause
on the menu bar. Continue
Reports
2. Tap on menu strip Run. Files Run Options Help
3. There appears another menu strip with the
Functions: Start, Stop now, Pause ,
and Reports.
4. Tap on Pause.
5. The lid moves up. A warning window appeatrs.
The temperature is constant at that step wherB@# process is.
6. Tap on Run and type Continue.
7. The pause is finished, and the lid moves down.grbgram goes on.
3.8 Program Pause (hard coded)
) ) ) Z| Edit program El
1. You will ge_t arr:ard (l:oded_pause if you put in Hoador | Steps |Info| Advanoed |
a zero (0) in the column time. e =4 ew —
2. The sign appears signifying ‘infinity’. 1[0
2 || 93.0
3 55.0 Save
[¥]
& o | [ cose |
Files Run Options Help
3. If the program accomplishes this step the lid 2] Block Monitor bate
moves up. )
Ready Lid-temperature
4. The temperature remaines steady. Temperature Block
5. Tap on Run and Continue and the pause is finishgd. o
P now
Pau
6. The lid moves down and the program goes on. czn;iue

Reports

Files Run

Options Help
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3.9 Program Continue after power failure (Re-Start)

If a power failure appears during a program expiryhe device in the main switch is switched dié t
program will automatically continue, as soon asgbeer is switched on.

1. The block will immediately re-start. Info X
2. It appears an Info-window. Programm s restarect
For more details:
While running see Info.
3 Tap on OK After run see Reports.
. . . OK
4. The program is still running. -

It is possible that unspecific agglomerations anegated during the temperature has decreased. To
reduce this problem the LabCycler starts automitiedth the highest temperature of the last loop
(denaturing step). If the power failure has intpted a normal step and not a loop, the Re-stad goe
on at this step.

If the interruption stops longer than four dayspatinuation will be renounced.

3.10 Program Reports

1. Tap on Run.

2. Tap on Reports. You will see a new window with last program runs. The last program is
marked blue.

3. Tap on the program you are interested in. program will be marked blue.

4. Tap on Show. A window appears and will show itifermation concerning the program of
interest.

5. Tap on Close. The window Reports is closed.

3.11 Online Monitoring

You can monitor thegraphic while the PCR process is running. The eéstin time is shown to
you. Step-list is showing the step which is actidew long this step is active is also shown in the
screen window. If the gradient function is in use tmaximal temperature is shown in green, the
middle in yellow, and the minimal is in red. Thédns showing other features like day and time
of starting and unexpected events.

Triple Block: The overview shows all three sub-blocks. It isgible to see all graphics at the
same time. The graphic of the left block is showmed, of the middle block in yellow, and of the
right block in green. Nevertheless it is posstblsee only one graphic or information concerning
one block if you tap on Block 1, Block 2, or Blo8k
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4.1 Block Removal

To Remove the Block

1. Switch off the device.
The LabCycler is not damaged when the block isrtadé during power on. After
insertion the new block the device makes an aradgif test.

2. Open the device completely with the lid-unbajtikey [see operating elements (3)].

3. Seize the grip at the middle of the unboltingdia (4) and move it vertically upwards.
The block is disconnected during this operation.

4. Move the block vertically out of the lifting e
Do not put anything at the top of the block.
Do not put anything in the lifting hole.
Do not start a program.
Do not grip into the ventilators.

To Insert the Block

1. Switch off the device.

2. Hold the block at the unbolting-handle [seerafieg elements (4)] so that the metal rail is in
the direction of the touch screen.
The block was constructed in a way that an incoireertion is not possible.

3. Insert the block vertically into the liftingle.

5. If the connectors contact their counterpart moweelidr-unbolting-key carefully down. Block
and device are connected after this process shfeai.

6. Apply power.
7. The device makes an analytic self test.

8. The device is ready for use.
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4.2 Heated Lid

Active Lid while the Thermoblock 48, 96, or 384 araused.
The heated lid is automatically controlled by thheggam in use (see program new).

The heated lid is deactivated automatically if tiiéerence of temperature between the lid and the
block is 75 °C.

The lid can be moved up whilst running a progranemwh pause is set (see program pause by hand or
programmed).

The heated lid can be moved without running a Enwgr

1. Tap on Options. There appears a new menu bar.
2. Tap on Diagnosis.

3. Tap on Lid down.
The movement of the lid can be stopped by typirdydtop or Lid up.

4. Tap on Lid up and the lid is moving up.

Active and passive lids while the Triple Block isri use.

It is necessary to work with three passive lidthé Triple Block is in use! It is necessary to wear
safety gloves against heat while working with thigl€ Block and the passive lids. The passive lids
conduct the heat from the active lid to the cageeré&fore while the device is open they inhibit the
condensing effect.

The device can be opened to put probes inside, ke out some probes. The head capacities of the
passive lids inhibit the condensing effects optifieal3 minutes. After this time the lids are coglin
slowly down. Therefore condensing effects are iasirgg proportional to the opening time. Fast
working while the PCR processes are running is $sa0g!

The active lid will be deactivated if the temperatdifference between the last active sub-block and
the lid is more than 75 °C.

4.3 Opening of the LabCycler in Case of an Emergen

This is only valid for Thermoblock 48, 96, and 38%e device can be opened in the extreme
emergency when the lid is driven down.

1. Check, whether there is an emergency or not. Iethey other possibility to move the electric
lid up (see heated lid)?

2. If there is no alternative possible, use the litbalting-key [see operating-elements of
LabCyclers (3)]. Press down the lid with the othand to relieve the bolts.

3. Open the device slowly!
While opening the heated lid or the sealing frame touch the reaction tubes.

4. Check after the opening whether the lid is eledtraontrollable or not (see heated lid).

5. If the heated lid is not movable please contacs8@uest or an authorized distributor.
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4.4 Cleaning

Cleaning of the touch screen

Fingerprints can be removed by cleaning with a ldusaift cloth (water or 70% ethanol). Do not use
cleaning agents with ammonia or abrasive. Do redrchwith solutions because this can flow behind
the touch screen.

Use a humid soft cloth.

Glass cleaner without ammonia can be used.

To avoid fingerprints a touch pen can be used.
70% ethanol can be used for cleaning and disimfiecti

Cleaning of the device and the block

Pull the net plug before starting purification. Tiiteand silver block must be allowed to cool
down. No liquids must enter inside the device.

Clean with a humid soft cloth. Use soft cleaningeratg, water or 70% ethanol and no
aggressive substances or abrasive. Especially aeoadching of the block and the surface of
the heated lid and the touch screen.

Occasionally clean the ventilation grille with vaoo cleaner.

Take the block out of the machine before cleanirge block can be cleaned with a very low
humid cloth. Avoid liquids entering the block.

The wells can be purified with cotton buds.
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45 Reaction Tubes and Compatibility

The Thermoblocks 48, 96, and 384 are compatiblidhéomost standard test tubes and microtiterpldteme
block is in use it is necessary to work with thensaubes. This is especially important for the ¢hsab-blocks
of the Triple Block. We recommend flat cap tubespezially when the Triple Block is used. All blockisould
be loaded symmetrically. It is necessary to puttgrigbes in the corners of the blocks or sub-bldekg. Triple
Block). We recommend the following tubes for Trifdéock application: 72.737.002, Multiply-Pro, 0.n2. If
stripes are used one tube must cut off at oneasidehe overhang must be cut off at the other $tdg.attention
that the passive lids are in the right position!

Compatibility 48 well block, 0.5 single tubes

Abgene AB-0350

Bio-Budget Technologies GmbH my-Budget PCR-Tub&sl, cat. no. 20-3-110-50-0
Greiner bio-one Cat. No. 682201

Kisker Biotech G-005 (serial)

Compatibility 96 well block, 0.2 single tubes

Abgene AB-0620

Bio-Budget Technologies my-Budget PCR-Tubes 0.2catl, no. 20-3-010-50-0
Greiner bio-one Cat. No. 683201

Kisker Biotech G-001 (serial)

Compatibility 96 well block, stripes

Abgene AB-0266, AB-0624, AB-0648, AB-0866, AB-1183
Bio-Budget Technologies my-Budget 8er-Strips, biat. 30-SP-0020

Greiner bio-one Cat. No. 673210

Kisker Biotech G-002 (serial)

Compatibility 96 well block, plates

Abgene AB-0600, AB-0700, AB-0731, AB-0800, AB-908B-990, AB-1100, AB-
1300, AB-1400, AB-1500, AB-1900 AB-2800

my-Budget "96 well" PCR-plates, cat. no. 30-SP-9600
my-Budget "96 well" PCR-plates, (Skirted), 30-SFB00
my-Budget "96 well" PCR-plates, (Semi-Skirted), 8B-0127
my-Budget "96 well" PCR-plates, (Low Profile), 38029

Bio-Budget Technologies

Greiner bio-one Cat. No. 651501, 651550, 651560586, 651585, 652201, 652270
Kisker Biotech G-060 (serial)
Sorenson Semi-Skirt 96 PCR plate , Skirted 96 PlakR p96-well ultra plate

Compatibility 384 well block, microtiterplates

Abgene AB-0937, AB-1111, AB-1384, TF-0384
Sealing Foil 0558

Bio-Budget Technologies My-Budget “384 well” PCRads, 30-SP-0448

Greiner bio-one 785201, 785290

Kisker Biotech G-034

Sorenson 384-well PCR plate NX
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4.6

Safety Instructions

4.7

The LabCycler may only be used for the intendedopse as detailed in the instruction
manual, after familiarisation with it.

Use the LabCycler only in closed rooms with normialhumidity. Let no liquids inside the
device.

No objects should be left inside the device bec#lusge can get into contact with electrically
loaded parts or block movable sections.

Do never touch hot parts of the LabCycler, esplcihle heating surface at the lid or the
silver block.

Do not touch mobile parts like the heating lid loe ventilation.

The LabCycler contains parts which are under hightage. Attention! The instrument
contains high- voltage capacitors which can seglicharged to dangerous voltage even a long
time after unplugging. Only trained expert persoay open the device.

Defect devices must be sent to the manufacturer ggrvice company which is licensed by
SensoQuest.

Chemical, radioactive or biologic contaminated desimay not be sent to the manufacturer.

Warranty

Providing the LabCycler has been used correctlyiihin a period of two yearsfrom the date of
purchase of SensoQuest or an authorised Sensofpeesalist supplier, this product is deemed faulty,
it will be repaired or replaced according to judgemby SensoQuest. The warranty is not valid in the
following cases in which the customer is respomsiblpay for the repair costs even if the faultsuoc
within the warranty period.

Any fault which is caused by improper operation.
Any fault which is caused by unprofessional regaigroper use, or incorrect cleaning.

Any fault which is cause by poor transport, drogpior improper storage after buying the
product.

Any fault, which is caused by fire, earthquakeoliimg, lightning, or other natural disaster.
The whole responsibility of SensoQuest is resticte repair or displacement of the
LabCycler. Every liability for indirect or secongadamages of every kind which have

originated to the customer or which he has suffemedeasons of a lack of the product is
excluded.
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4.8 Technical Data

Device: LabCycler Basic and LabCycler Gradient

Line voltage: 85 V to 265 V without switching, &E60 Hz

Power

Consumption: Maximal 350 W, standby 25 W

Loudness: Idle run 38 dBA, typical run 44 dBA, nrayim run 48 dBA
Interfaces: RS232

Heated lid: Electrically moving, temperature andgsure programmable
Pressure: Programmable from 30 to 120 Newton

Dimension: Length = 444 mm
Bright = 251 mm,
Height: lid closed = 201 mm, lid open = 347 mm

Weight: 11.5kg

Display: TFT illuminated colour display ¥4 VGA, 5.dfagonal, 320 x 240 = 76800 pixel
touchscreen

Keyboard: Numeric silicone keys

Virtual keys on the touchscreen depending orctimtext
Languages: English, German
Programs: 680 5-step-programs, or at least 30@8 ste

The last 16 program runs can be displayed ang.tim

Blocks: Thermoblock48, 96, 384ndTriple Block 3x21

Temperature: -5.0°Cto 99 °C

Homogeneity: * 0.25 °C during 55.0 °C, + 0.4 °Cidgr5.0 °C
Control accuracy: £ 0.01 °C

Ramp rate: 0.001 °C/sec to 5.0 °C/sec

De(In)crements: Temperature £ 9.99 °C, time + 988%nds

Format: Thermoblock48, 96, and 384
Material: Electroformed gold plated silver
Gradient capable, 40 °C, +/- 20 °C from left tchtig
Heating rate: 4.2 °C/s, cooling rate: 3.6 °C/s

Thermoblockd8: 48-wells, for 0.5 ml single tubes
Thermoblock96: 96-wells, for 0.2 ml single tubes and stripes &notiterplates
Thermoblock384 384-wells, for microtiterplates

Format: Triple Block3x 21
Material: Anodised aluminium
3 independent sub-blocks with 3x21 wells for 0.2ubles
3 passive lids to inhibit the condensing in the chihe tube
3 different PCR processes at the same time
Non-gradient capable
Heating rate: 2.5 °C/s, cooling rate: 2.2 °C/s
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4.9 Order information

Product Order number

LabCycler Gradient 011-101
Without block

LabCycler Basic 011-103
Without block

Inter System Copy Cable 011-702

Gradient- Up Grade (only for LabCycler Basic) 011801

Thermoblock 384 012-101
For microtiterplates 384-well

Thermoblock 48 012-102
For reaction tubes of 0.5 ml

Thermoblock 96 012-103
For reaction tubes of 0.2 ml
and microtiterplates 96-well

Sealing pad for Thermoblock 384 012-701
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5.1

CE-Certification
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Notes
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